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(a) Pharmacies that are operating 
under applicable local laws regulating 
dispensing of prescription drugs and 
that are not manufacturing blood prod-
ucts for sale other than in the regular 
course of the practice of the profession 
of pharmacy including the business of 
dispensing and selling blood products 
at retail. The supplying by such phar-
macies of blood products to a practi-
tioner licensed to administer such 
blood products for his use in the course 
of his professional practice or to other 
pharmacies to meet temporary inven-
tory shortages are not acts which re-
quire such pharmacies to register. 

(b) Practitioners who are licensed by 
law to prescribe or administer drugs 
and who manufacture blood products 
solely for use in the course of their pro-
fessional practice. 

(c) Persons who manufacture blood 
products which are not for sale, rather, 
are solely for use in research, teaching, 
or analysis, including laboratory sam-
ples. 

(d) Carriers, by reason of their re-
ceipt, carriage, holding, or delivery of 
blood products in the usual course of 
business as carriers. 

(e) Persons who engage solely in the 
manufacture of in vitro diagnostic 
blood products and reagents not sub-
ject to licensing under section 351 of 
the Public Health Service Act (42 
U.S.C. 262). This paragraph does not ex-
empt such persons from registration 
and listing for medical devices required 
under part 807 of this chapter. 

(f) Transfusion services which are a 
part of a facility that is certified under 
the Clinical Laboratory Improvement 
Amendments of 1988 (42 U.S.C. 263a) 
and 42 CFR part 493 or has met equiva-
lent requirements as determined by the 
Centers for Medicare and Medicaid 
Services and which are engaged in the 
compatibility testing and transfusion 
of blood and blood components, but 
which neither routinely collect nor 
process blood and blood components. 
The collection and processing of blood 
and blood components in an emergency 
situation as determined by a respon-
sible person and documented in writ-
ing, therapeutic collection of blood or 
plasma, the preparation of recovered 
human plasma for further manufac-
turing use, or preparation of red blood 

cells for transfusion are not acts re-
quiring such transfusion services to 
register. 

(g) Persons who engage solely in the 
production of any plasma derivative, 
including, but not limited to, albumin, 
Immune Globulin, Factor VIII and Fac-
tor IX, bulk product substances such as 
fractionation intermediates or pastes, 
or recombinant versions of plasma de-
rivatives or animal derived plasma de-
rivatives. These persons must register 
and list under part 207 of this chapter. 

[40 FR 52788, Nov. 12, 1975, as amended at 43 
FR 37997, Aug. 25, 1978; 45 FR 85729, Dec. 30, 
1980; 49 FR 34449, Aug. 31, 1984; 66 FR 31162, 
June 11, 2001; 66 FR 59159, Nov. 27, 2001; 72 FR 
45886, Aug. 16, 2007; 81 FR 60223, Aug. 31, 2016] 

Subpart E—Establishment Registra-
tion and Product Listing Of Li-
censed Devices 

§ 607.80 Applicability of part 607 to li-
censed devices. 

Manufacturers of products that meet 
the definition of a device under the 
Federal Food, Drug, and Cosmetic Act 
and that are licensed under section 351 
of the Public Health Service Act, as 
well as licensed biological products 
used in the manufacture of a licensed 
device, must register and list following 
the procedures under this part, with re-
spect to their manufacture of those 
products, unless otherwise noted in 
this section. 

[81 FR 60223, Aug. 31, 2016] 

PART 610—GENERAL BIOLOGICAL 
PRODUCTS STANDARDS 

Subpart A—Release Requirements 

Sec. 
610.1 Tests prior to release required for each 

lot. 
610.2 Requests for samples and protocols; of-

ficial release. 

Subpart B—General Provisions 

610.9 Equivalent methods and processes. 
610.10 Potency. 
610.11–610.11a [Reserved] 
610.12 Sterility. 
610.13 Purity. 
610.14 Identity. 
610.15 Constituent materials. 
610.16 Total solids in serums. 
610.17 Permissible combinations. 
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610.18 Cultures. 

Subpart C [Reserved] 

610.20–610.21 [Reserved] 

Subpart D—Mycoplasma 

610.30 Test for Mycoplasma. 

Subpart E—Testing Requirements for 
Relevant Transfusion-Transmitted Infections 

610.39 Definitions. 
610.40 Test requirements. 
610.41 Donor deferral. 
610.42 Restrictions on use for further manu-

facture of medical devices. 
610.44 Use of reference panels by manufac-

turers of test kits. 
610.46 Human immunodeficiency virus (HIV) 

‘‘lookback’’ requirements. 
610.47 Hepatitis C virus (HCV) ‘‘lookback’’ 

requirements. 
610.48 [Reserved] 

Subpart F—Dating Period Limitations 

610.50 Date of manufacture for biological 
products. 

610.53 Dating periods for Whole Blood and 
blood components. 

Subpart G—Labeling Standards 

610.60 Container label. 
610.61 Package label. 
610.62 Proper name; package label; legible 

type. 
610.63 Divided manufacturing responsibility 

to be shown. 
610.64 Name and address of distributor. 
610.65 Products for export. 
610.67 Bar code label requirements. 
610.68 Exceptions or alternatives to labeling 

requirements for biological products held 
by the Strategic National Stockpile. 

AUTHORITY: 21 U.S.C. 321, 331, 351, 352, 353, 
355, 360, 360c, 360d, 360h, 360i, 371, 372, 374, 381; 
42 U.S.C. 216, 262, 263, 263a, 264. 

SOURCE: 38 FR 32056, Nov. 20, 1973, unless 
otherwise noted. 

CROSS REFERENCES: For U.S. Customs 
Service regulations relating to viruses, se-
rums, and toxins, see 19 CFR 12.21–12.23. For 
U.S. Postal Service regulations relating to 
the admissibility to the United States mails 
see parts 124 and 125 of the Domestic Mail 
Manual, that is incorporated by reference in 
39 CFR part 111. 

Subpart A—Release Requirements 
§ 610.1 Tests prior to release required 

for each lot. 
No lot of any licensed product shall 

be released by the manufacturer prior 
to the completion of tests for con-
formity with standards applicable to 
such product. Each applicable test 
shall be made on each lot after comple-
tion of all processes of manufacture 
which may affect compliance with the 
standard to which the test applies. The 
results of all tests performed shall be 
considered in determining whether or 
not the test results meet the test ob-
jective, except that a test result may 
be disregarded when it is established 
that the test is invalid due to causes 
unrelated to the product. 

§ 610.2 Requests for samples and pro-
tocols; official release. 

(a) Licensed biological products regu-
lated by CBER. Samples of any lot of 
any licensed product together with the 
protocols showing results of applicable 
tests, may at any time be required to 
be sent to the Director, Center for Bio-
logics Evaluation and Research (see 
mailing addresses in § 600.2(c) of this 
chapter). Upon notification by the Di-
rector, Center for Biologics Evaluation 
and Research, a manufacturer shall not 
distribute a lot of a product until the 
lot is released by the Director, Center 
for Biologics Evaluation and Research: 
Provided, That the Director, Center for 
Biologics Evaluation and Research, 
shall not issue such notification except 
when deemed necessary for the safety, 
purity, or potency of the product. 

(b) Licensed biological products regu-
lated by CDER. Samples of any lot of 
any licensed product together with the 
protocols showing results of applicable 
tests, may at any time be required to 
be sent to the Director, Center for 
Drug Evaluation and Research (see 
mailing addresses in § 600.2(c) of this 
chapter) for official release. Upon noti-
fication by the Director, Center for 
Drug Evaluation and Research, a man-
ufacturer shall not distribute a lot of a 
biological product until the lot is re-
leased by the Director, Center for Drug 
Evaluation and Research: Provided, 
That the Director, Center for Drug 
Evaluation and Research shall not 
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issue such notification except when 
deemed necessary for the safety, pu-
rity, or potency of the product. 

[40 FR 31313, July 25, 1975, as amended at 49 
FR 23834, June 8, 1984; 50 FR 10941, Mar. 19, 
1985; 55 FR 11013, 11014, Mar. 26, 1990; 67 FR 
9587, Mar. 4, 2002; 70 FR 14984, Mar. 24, 2005; 80 
FR 18093, Apr. 3, 2015] 

Subpart B—General Provisions 
§ 610.9 Equivalent methods and proc-

esses. 
Modification of any particular test 

method or manufacturing process or 
the conditions under which it is con-
ducted as required in this part or in the 
additional standards for specific bio-
logical products in parts 620 through 
680 of this chapter shall be permitted 
only under the following conditions: 

(a) The applicant presents evidence, 
in the form of a license application, or 
a supplement to the application sub-
mitted in accordance with § 601.12(b) or 
(c), demonstrating that the modifica-
tion will provide assurances of the safe-
ty, purity, potency, and effectiveness 
of the biological product equal to or 
greater than the assurances provided 
by the method or process specified in 
the general standards or additional 
standards for the biological product; 
and 

(b) Approval of the modification is 
received in writing from the Director, 
Center for Biologics Evaluation and 
Research or the Director, Center for 
Drug Evaluation and Research. 

[62 FR 39903, July 24, 1997, as amended at 70 
FR 14984, Mar. 24, 2005] 

§ 610.10 Potency. 
Tests for potency shall consist of ei-

ther in vitro or in vivo tests, or both, 
which have been specifically designed 
for each product so as to indicate its 
potency in a manner adequate to sat-
isfy the interpretation of potency given 
by the definition in § 600.3(s) of this 
chapter. 

§ 610.11–610.11a [Reserved] 

§ 610.12 Sterility. 
(a) The test. Except as provided in 

paragraph (h) of this section, manufac-
turers of biological products must per-
form sterility testing of each lot of 

each biological product’s final con-
tainer material or other material, as 
appropriate and as approved in the bio-
logics license application or supple-
ment for that product. 

(b) Test requirements. (1) The sterility 
test must be appropriate to the mate-
rial being tested such that the material 
does not interfere with or otherwise 
hinder the test. 

(2) The sterility test must be vali-
dated to demonstrate that the test is 
capable of reliably and consistently de-
tecting the presence of viable contami-
nating microorganisms. 

(3) The sterility test and test compo-
nents must be verified to demonstrate 
that the test method can consistently 
detect the presence of viable contami-
nating microorganisms. 

(c) Written procedures. Manufacturers 
must establish, implement, and follow 
written procedures for sterility testing 
that describe, at a minimum, the fol-
lowing: 

(1) The sterility test method to be 
used; 

(i) If culture-based test methods are 
used, include, at a minimum: 

(A) Composition of the culture 
media; 

(B) Growth-promotion test require-
ments; and 

(C) Incubation conditions (time and 
temperature). 

(ii) If non-culture-based test methods 
are used, include, at a minimum: 

(A) Composition of test components; 
(B) Test parameters, including ac-

ceptance criteria; and 
(C) Controls used to verify the meth-

od’s ability to detect the presence of 
viable contaminating microorganisms. 

(2) The method of sampling, includ-
ing the number, volume, and size of ar-
ticles to be tested; 

(3) Written specifications for the ac-
ceptance or rejection of each lot; and 

(4) A statement of any other function 
critical to the particular sterility test 
method to ensure consistent and accu-
rate results. 

(d) The sample. The sample must be 
appropriate to the material being test-
ed, considering, at a minimum: 

(1) The size and volume of the final 
product lot; 

(2) The duration of manufacturing of 
the drug product; 
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(3) The final container configuration 
and size; 

(4) The quantity or concentration of 
inhibitors, neutralizers, and preserva-
tives, if present, in the tested material; 

(5) For a culture-based test method, 
the volume of test material that re-
sults in a dilution of the product that 
is not bacteriostatic or fungistatic; and 

(6) For a non-culture-based test 
method, the volume of test material 
that results in a dilution of the product 
that does not inhibit or otherwise 
hinder the detection of viable contami-
nating microorganisms. 

(e) Verification. (1) For culture-based 
test methods, studies must be con-
ducted to demonstrate that the per-
formance of the test organisms and 
culture media are suitable to consist-
ently detect the presence of viable con-
taminating microorganisms, including 
tests for each lot of culture media to 
verify its growth-promoting properties 
over the shelf-life of the media. 

(2) For non-culture-based test meth-
ods, within the test itself, appropriate 
controls must be used to demonstrate 
the ability of the test method to con-
tinue to consistently detect the pres-
ence of viable contaminating micro-
organisms. 

(f) Repeat test procedures. (1) If the ini-
tial test indicates the presence of 
microorganisms, the product does not 
comply with the sterility test require-
ments unless a thorough investigation 
by the quality control unit can ascribe 
definitively the microbial presence to a 
laboratory error or faulty materials 
used in conducting the sterility test-
ing. 

(2) If the investigation described in 
paragraph (f)(1) of this section finds 
that the initial test indicated the pres-
ence of microorganisms due to labora-
tory error or the use of faulty mate-
rials, a sterility test may be repeated 
one time. If no evidence of microorga-
nisms is found in the repeat test, the 
product examined complies with the 
sterility test requirements. If evidence 
of microorganisms is found in the re-
peat test, the product examined does 
not comply with the sterility test re-
quirements. 

(3) If a repeat test is conducted, the 
same test method must be used for 
both the initial and repeat tests, and 

the repeat test must be conducted with 
comparable product that is reflective 
of the initial sample in terms of sample 
location and the stage in the manufac-
turing process from which it was ob-
tained. 

(g) Records. The records related to 
the test requirements of this section 
must be prepared and maintained as re-
quired by §§ 211.167 and 211.194 of this 
chapter. 

(h) Exceptions. Sterility testing must 
be performed on final container mate-
rial or other appropriate material as 
defined in the approved biologics li-
cense application or supplement and as 
described in this section, except as fol-
lows: 

(1) This section does not require ste-
rility testing for Whole Blood, 
Cryoprecipitated Antihemophilic Fac-
tor, Platelets, Red Blood Cells, Plasma, 
Source Plasma, Smallpox Vaccine, Re-
agent Red Blood Cells, Anti-Human 
Globulin, and Blood Grouping Re-
agents. 

(2) A manufacturer is not required to 
comply with the sterility test require-
ments if the Director of the Center for 
Biologics Evaluation and Research or 
the Director of the Center for Drug 
Evaluation and Research, as appro-
priate, determines that data submitted 
in the biologics license application or 
supplement adequately establish that 
the route of administration, the meth-
od of preparation, or any other aspect 
of the product precludes or does not ne-
cessitate a sterility test to assure the 
safety, purity, and potency of the prod-
uct. 

[77 FR 26174, May 3, 2012] 

§ 610.13 Purity. 

Products shall be free of extraneous 
material except that which is unavoid-
able in the manufacturing process de-
scribed in the approved biologics li-
cense application. In addition, products 
shall be tested as provided in para-
graphs (a) and (b) of this section. 

(a)(1) Test for residual moisture. Each 
lot of dried product shall be tested for 
residual moisture and shall meet and 
not exceed established limits as speci-
fied by an approved method on file in 
the biologics license application. The 
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test for residual moisture may be ex-
empted by the Director, Center for Bio-
logics Evaluation and Research or the 
Director, Center for Drug Evaluation 
and Research, when deemed not nec-
essary for the continued safety, purity, 
and potency of the product. 

(2) Records. Appropriate records for 
residual moisture under paragraph 
(a)(1) of this section shall be prepared 
and maintained as required by the ap-
plicable provisions of §§ 211.188 and 
211.194 of this chapter. 

(b) Test for pyrogenic substances. Each 
lot of final containers of any product 
intended for use by injection shall be 
tested for pyrogenic substances by in-
travenous injection into rabbits as pro-
vided in paragraphs (b) (1) and (2) of 
this section: Provided, That notwith-
standing any other provision of Sub-
chapter F of this chapter, the test for 
pyrogenic substances is not required 
for the following products: Products 
containing formed blood elements; 
Cryoprecipitate; Plasma; Source Plas-
ma; Normal Horse Serum; bacterial, 
viral, and rickettsial vaccines and 
antigens; toxoids; toxins; allergenic ex-
tracts; venoms; diagnostic substances 
and trivalent organic arsenicals. 

(1) Test dose. The test dose for each 
rabbit shall be at least 3 milliliters per 
kilogram of body weight of the rabbit 
and also shall be at least equivalent 
proportionately, on a body weight 
basis, to the maximum single human 
dose recommended, but need not ex-
ceed 10 milliliters per kilogram of body 
weight of the rabbit, except that: (i) 
Regardless of the human dose rec-
ommended, the test dose per kilogram 
of body weight of each rabbit shall be 
at least 1 milliliter for immune 
globulins derived from human blood; 
(ii) for Streptokinase, the test dose 
shall be at least equivalent proportion-
ately, on a body weight basis, to the 
maximum single human dose rec-
ommended. 

(2) Test procedure, results, and interpre-
tation; standards to be met. The test for 
pyrogenic substances shall be per-
formed according to the requirements 
specified in United States Pharma-
copeia XX. 

(3) Retest. If the lot fails to meet the 
test requirements prescribed in para-
graph (b)(2) of this section, the test 

may be repeated once using five other 
rabbits. The temperature rises recorded 
for all eight rabbits used in testing 
shall be included in determining 
whether the requirements are met. The 
lot meets the requirements for absence 
of pyrogens if not more than three of 
the eight rabbits show individual rises 
in temperature of 0.6 °C or more, and if 
the sum of the eight individual max-
imum temperature rises does not ex-
ceed 3.7 °C. 

[38 FR 32056, Nov. 20, 1973, as amended at 40 
FR 29710, July 15, 1975; 41 FR 10429, Mar. 11, 
1976; 41 FR 41424, Sept. 22, 1976; 44 FR 40289, 
July 10, 1979; 46 FR 62845, Dec. 29, 1981; 49 FR 
15187, Apr. 18, 1984; 50 FR 4134, Jan. 29, 1985; 
55 FR 28381, July 11, 1990; 64 FR 56453, Oct. 20, 
1999; 67 FR 9587, Mar. 4, 2002; 70 FR 14985, 
Mar. 24, 2005] 

§ 610.14 Identity. 
The contents of a final container of 

each filling of each lot shall be tested 
for identity after all labeling oper-
ations shall have been completed. The 
identity test shall be specific for each 
product in a manner that will ade-
quately identify it as the product des-
ignated on final container and package 
labels and circulars, and distinguish it 
from any other product being processed 
in the same laboratory. Identity may 
be established either through the phys-
ical or chemical characteristics of the 
product, inspection by macroscopic or 
microscopic methods, specific cultural 
tests, or in vitro or in vivo 
immunological tests. 

§ 610.15 Constituent materials. 
(a) Ingredients, preservatives, diluents, 

adjuvants. All ingredients used in a li-
censed product, and any diluent pro-
vided as an aid in the administration of 
the product, shall meet generally ac-
cepted standards of purity and quality. 
Any preservative used shall be suffi-
ciently nontoxic so that the amount 
present in the recommended dose of the 
product will not be toxic to the recipi-
ent, and in the combination used it 
shall not denature the specific sub-
stances in the product to result in a de-
crease below the minimum acceptable 
potency within the dating period when 
stored at the recommended tempera-
ture. Products in multiple-dose con-
tainers shall contain a preservative, 
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except that a preservative need not be 
added to Yellow Fever Vaccine; Polio-
virus Vaccine Live Oral; viral vaccines 
labeled for use with the jet injector; 
dried vaccines when the accompanying 
diluent contains a preservative; or to 
an Allergenic Product in 50 percent or 
more volume in volume (v/v) glycerin. 
An adjuvant shall not be introduced 
into a product unless there is satisfac-
tory evidence that it does not affect 
adversely the safety or potency of the 
product. The amount of aluminum in 
the recommended individual dose of a 
biological product shall not exceed: 

(1) 0.85 milligrams if determined by 
assay; 

(2) 1.14 milligrams if determined by 
calculation on the basis of the amount 
of aluminum compound added; or 

(3) 1.25 milligrams determined by 
assay provided that data dem-
onstrating that the amount of alu-
minum used is safe and necessary to 
produce the intended effect are sub-
mitted to and approved by the Direc-
tor, Center for Biologics Evaluation 
and Research or the Director, Center 
for Drug Evaluation and Research (see 
mailing addresses in § 600.2(a) or (b) of 
this chapter). 

(b) Extraneous protein; cell culture pro-
duced vaccines. Extraneous protein 
known to be capable of producing aller-
genic effects in human subjects shall 
not be added to a final virus medium of 
cell culture produced vaccines intended 
for injection. If serum is used at any 
stage, its calculated concentration in 
the final medium shall not exceed 
1:1,000,000. 

(c) Antibiotics. A minimum concentra-
tion of antibiotics, other than peni-
cillin, may be added to the production 
substrate of viral vaccines. 

(d) The Director of the Center for 
Biologics Evaluation and Research or 
the Director of the Center for Drug 
Evaluation and Research may approve 
an exception or alternative to any re-
quirement in this section. Requests for 

such exceptions or alternatives must 
be in writing. 

[38 FR 32056, Nov. 20, 1973, as amended at 46 
FR 51903, Oct. 23, 1981; 48 FR 13025, Mar. 29, 
1983; 48 FR 37023, Aug. 16, 1983; 49 FR 23834, 
June 8, 1984; 50 FR 4134, Jan. 29, 1985; 51 FR 
15607, Apr. 25, 1986; 55 FR 11013, Mar. 26, 1990; 
70 FR 14985, Mar. 24, 2005; 76 FR 20518, Apr. 13, 
2011; 80 FR 18093, Apr. 3, 2015] 

§ 610.16 Total solids in serums. 

Except as otherwise provided by reg-
ulation, no liquid serum or antitoxin 
shall contain more than 20 percent 
total solids. 

§ 610.17 Permissible combinations. 

Licensed products may not be com-
bined with other licensed products ei-
ther therapeutic, prophylactic or diag-
nostic, except as a license is obtained 
for the combined product. Licensed 
products may not be combined with 
nonlicensable therapeutic, prophy-
lactic, or diagnostic substances except 
as a license is obtained for such com-
bination. 

§ 610.18 Cultures. 

(a) Storage and maintenance. Cultures 
used in the manufacture of products 
shall be stored in a secure and orderly 
manner, at a temperature and by a 
method that will retain the initial 
characteristics of the organisms and 
insure freedom from contamination 
and deterioration. 

(b) Identity and verification. Each cul-
ture shall be clearly identified as to 
source strain. A complete identifica-
tion of the strain shall be made for 
each new stock culture preparation. 
Primary and subsequent seed lots shall 
be identified by lot number and date of 
preparation. Periodic tests shall be per-
formed as often as necessary to verify 
the integrity of the strain characteris-
tics and freedom from extraneous orga-
nisms. Results of all periodic tests for 
verification of cultures and determina-
tion of freedom from extraneous orga-
nisms shall be recorded and retained. 

(c) Cell lines used for manufacturing bi-
ological products—(1) General require-
ments. Cell lines used for manufac-
turing biological products shall be: 

(i) Identified by history; 
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(ii) Described with respect to cyto-
genetic characteristics and 
tumorigenicity; 

(iii) Characterized with respect to in 
vitro growth characteristics and life 
potential; and 

(iv) Tested for the presence of detect-
able microbial agents. 

(2) Tests. Tests that are necessary to 
assure the safety, purity, and potency 
of a product may be required by the Di-
rector, Center for Biologics Evaluation 
and Research or the Director, Center 
for Drug Evaluation and Research. 

(3) Applicability. This paragraph ap-
plies to diploid and nondiploid cell 
lines. Primary cell cultures that are 
not subcultivated and primary cell cul-
tures that are subsequently subcul-
tivated for only a very limited number 
of population doublings are not subject 
to the provisions of this paragraph (c). 

(d) Records. The records appropriate 
for cultures under this section shall be 
prepared and maintained as required by 
the applicable provisions of §§ 211.188 
and 211.194 of this chapter. 

[38 FR 32056, Nov. 20, 1973, as amended at 51 
FR 44453, Dec. 10, 1986; 55 FR 11013, Mar. 26, 
1990; 67 FR 9587, Mar. 4, 2002; 70 FR 14985, 
Mar. 24, 2005] 

Subpart C [Reserved] 

§§ 610.20–610.21 [Reserved] 

Subpart D—Mycoplasma 

§ 610.30 Test for Mycoplasma. 
Except as provided otherwise in this 

subchapter, prior to clarification or fil-
tration in the case of live virus vac-
cines produced from in vitro living cell 
cultures, and prior to inactivation in 
the case of inactivated virus vaccines 
produced from such living cell cul-
tures, each virus harvest pool and con-
trol fluid pool shall be tested for the 
presence of Mycoplasma, as follows: 

Samples of the virus for this test shall be 
stored either (1) between 2 and 8 °C for no 
longer than 24 hours, or (2) at ¥20 °C or 
lower if stored for longer than 24 hours. The 
test shall be performed on samples of the 
viral harvest pool and on control fluid pool 
obtained at the time of viral harvest, as fol-
lows: No less than 2.0 ml. of each sample 
shall be inoculated in evenly distributed 
amounts over the surface of no less than 10 

plates of at least two agar media. No less 
than 1.0 ml. of sample shall be inoculated 
into each of four tubes containing 10 ml. of 
a semisolid broth medium. The media shall 
be such as have been shown to be capable of 
detecting known Mycoplasma and each test 
shall include control cultures of at least two 
known strains of Mycoplasma, one of which 
must be M. pneumoniae. One half of the 
plates and two tubes of broth shall be incu-
bated aerobically at 36 °C ±1 °C and the re-
maining plates and tubes shall be incubated 
anaerobically at 36 °C ±1 °C in an environ-
ment of 5–10 percent CO2 in N2. Aerobic incu-
bation shall be for a period of no less than 14 
days and the broth in the two tubes shall be 
tested after 3 days and 14 days, at which 
times 0.5 ml. of broth from each of the two 
tubes shall be combined and subinoculated 
on to no less than 4 additional plates and in-
cubated aerobically. Anaerobic incubation 
shall be for no less than 14 days and the 
broth in the two tubes shall be tested after 3 
days and 14 days, at which times 0.5 ml. of 
broth from each of the two tubes shall be 
combined and subinoculated onto no less 
than four additional plates and incubated 
anaerobically. All inoculated plates shall be 
incubated for no less than 14 days, at which 
time observation for growth of Mycoplasma 
shall be made at a magnification of no less 
than 300 × . If the Dienes Methylene Blue- 
Azure dye or an equivalent staining proce-
dure is used, no less than a one square cm. 
plug of the agar shall be excised from the in-
oculated area and examined for the presence 
of Mycoplasma. The presence of the Myco-
plasma shall be determined by comparison of 
the growth obtained from the test samples 
with that of the control cultures, with re-
spect to typical colonial and microscopic 
morphology. The virus pool is satisfactory 
for vaccine manufacture if none of the tests 
on the samples show evidence of the presence 
of Mycoplasma. 

[38 FR 32056, Nov. 20, 1973, as amended at 63 
FR 16685, Apr. 6, 1998] 

Subpart E—Testing Requirements 
for Relevant Transfusion-Trans-
mitted Infections 

§ 610.39 Definitions. 
The definitions set out in § 630.3 of 

this chapter apply to this subpart. 

[80 FR 29896, May 22, 2015] 

§ 610.40 Test requirements. 
(a) Human blood and blood components. 

Except as specified in paragraphs (c) 
and (d) of this section, you, an estab-
lishment that collects blood and blood 
components for transfusion or for use 
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in manufacturing a product, including 
donations intended as a component of, 
or used to manufacture, a medical de-
vice, must comply with the following 
requirements: 

(1) Test each donation for evidence of 
infection due to the relevant trans-
fusion-transmitted infections described 
in § 630.3(h)(1)(i) through (iii) of this 
chapter (HIV, HBV, and HCV). 

(2) Test each donation for evidence of 
infection due to the relevant trans-
fusion-transmitted infections described 
in § 630.3(h)(1)(iv) through (vii) of this 
chapter (HTLV, syphilis, West Nile 
virus, and Chagas disease). The fol-
lowing exceptions apply: 

(i) To identify evidence of infection 
with syphilis in donors of Source Plas-
ma, you must test donors for evidence 
of such infection in accordance with 
§ 640.65(b) of this chapter, and not under 
this section. 

(ii) You are not required to test dona-
tions of Source Plasma for evidence of 
infection due to the relevant trans-
fusion-transmitted infections described 
in § 630.3(h)(1)(iv), (vi), and (vii) of this 
chapter (HTLV, West Nile virus, and 
Chagas disease). 

(iii) For each of the relevant trans-
fusion-transmitted infections described 
in § 630.3(h)(1)(iv) through (vii) of this 
chapter (HTLV, syphilis, West Nile 
virus, and Chagas disease): 

(A) If, based on evidence related to 
the risk of transmission of that rel-
evant transfusion-transmitted infec-
tion, testing each donation is not nec-
essary to reduce adequately and appro-
priately the risk of transmission of 
such infection by blood or a blood com-
ponent, you may adopt an adequate 
and appropriate alternative testing 
procedure that has been found accept-
able for this purpose by FDA. 

(B) If, based on evidence related to 
the risk of transmission of that rel-
evant transfusion-transmitted infec-
tion, testing previously required for 
that infection is no longer necessary to 
reduce adequately and appropriately 
the risk of transmission of such infec-
tion by blood or a blood component, 
you may stop such testing in accord-
ance with procedures found acceptable 
for this purpose by FDA. 

(3) For each of the relevant trans-
fusion-transmitted infections described 

in § 630.3(h)(1)(viii) through (x) of this 
chapter (CJD, vCJD, malaria) and 
§ 630.3(h)(2) of this chapter (other trans-
fusion-transmitted infections): 

(i) You must test for evidence of in-
fection when the following conditions 
are met: 

(A) A test(s) for the relevant trans-
fusion-transmitted infection is li-
censed, approved or cleared by FDA for 
use as a donor screening test and is 
available for such use; and 

(B) Testing for the relevant trans-
fusion-transmitted infection is nec-
essary to reduce adequately and appro-
priately the risk of transmission of the 
relevant transfusion-transmitted infec-
tion by blood, or blood component, or 
blood derivative product manufactured 
from the collected blood or blood com-
ponent. 

(ii) You must perform this testing on 
each donation, unless one of the fol-
lowing exceptions applies: 

(A) Testing of each donation is not 
necessary to reduce adequately and ap-
propriately the risk of transmission of 
such infection by blood, blood compo-
nent, or blood derivative product man-
ufactured from the collected blood or 
blood component. When evidence re-
lated to the risk of transmission of 
such infection supports this determina-
tion, you may adopt an adequate and 
appropriate alternative testing proce-
dure that has been found acceptable for 
this purpose by FDA. 

(B) Testing of each donation is not 
necessary to reduce adequately and ap-
propriately the risk of transmission of 
such infection by blood, blood compo-
nent, or blood derivative product man-
ufactured from the collected blood or 
blood component. When evidence re-
lated to the risk of transmission of 
such infection supports this determina-
tion, you may stop such testing in ac-
cordance with procedures found accept-
able for this purpose by FDA. 

(4) Evidence related to the risk of 
transmission of a relevant transfusion- 
transmitted infection that would sup-
port a determination that testing is 
not necessary, or that testing of each 
donation is not necessary, to reduce 
adequately and appropriately the risk 
of transmission of such infection by 
blood or blood component, as described 
in paragraphs (a)(2)(iii)(A) and (B) of 
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this section, or by blood, blood compo-
nent, or blood derivative, as described 
in paragraphs (a)(3)(ii)(A) and (B) of 
this section, includes epidemiological 
or other scientific evidence. It may in-
clude evidence related to the 
seasonality or geographic limitation of 
risk of transmission of such infection 
by blood or blood component, or other 
information related to when and how a 
donation is at risk of transmitting a 
relevant transfusion-transmitted infec-
tion. It may also include evidence re-
lated to the effectiveness of manufac-
turing steps (for example, the use of 
pathogen reduction technology) that 
reduce the risk of transmission of the 
relevant transfusion-transmitted infec-
tion by blood, blood components, or 
blood derivatives, as applicable. 

(b) Testing using one or more licensed, 
approved, or cleared screening tests. To 
perform testing for evidence of infec-
tion due to relevant transfusion-trans-
mitted infections as required in para-
graph (a) of this section, you must use 
screening tests that FDA has licensed, 
approved, or cleared for such use, in ac-
cordance with the manufacturer’s in-
structions. You must perform one or 
more such tests as necessary to reduce 
adequately and appropriately the risk 
of transmission of relevant trans-
fusion-transmitted infections. 

(c) Exceptions to testing for dedicated 
donations, medical devices, and sam-
ples.—(1) Dedicated donations. (i) You 
must test donations of human blood 
and blood components from a donor 
whose donations are dedicated to and 
used solely by a single identified re-
cipient under paragraphs (a), (b), and 
(e) of this section; except that, if the 
donor makes multiple donations for a 
single identified recipient, you may 
perform such testing only on the first 
donation in each 30-day period. If an 
untested dedicated donation is made 
available for any use other than trans-
fusion to the single, identified recipi-
ent, then this exemption from the test-
ing required under this section no 
longer applies. 

(ii) Each donation must be labeled as 
required under § 606.121 of this chapter 
and with a label entitled ‘‘INTENDED 
RECIPIENT INFORMATION LABEL’’ 
containing the name and identifying 
information of the recipient. Each do-

nation must also have the following 
label, as appropriate: 

Donor Testing Status Label 

Tests negative Label as required under § 606.121 
Tested negative within 

the last 30 days 
‘‘DONOR TESTED WITHIN THE 

LAST 30 DAYS’’ 

(2) Medical device. (i) You are not re-
quired to test donations of human 
blood or blood components intended 
solely as a component of, or used to 
prepare, a medical device for evidence 
of infection due to the relevant trans-
fusion-transmitted infections listed in 
§ 630.3(h)(iv) of this chapter unless the 
final device contains viable leukocytes. 

(ii) Donations of human blood and 
blood components intended solely as a 
component of, or used to prepare, a 
medical device must be labeled ‘‘Cau-
tion: For Further Manufacturing Use 
as a Component of, or to Prepare, a 
Medical Device.’’ 

(3) Samples. You are not required to 
test samples of blood, blood compo-
nents, plasma, or sera if used or dis-
tributed for clinical laboratory testing 
or research purposes and not intended 
for administration to humans or in the 
manufacture of a product. 

(d) Autologous donations. You, an es-
tablishment that collects human blood 
or blood components from autologous 
donors, or you, an establishment that 
is a consignee of a collecting establish-
ment, are not required to test dona-
tions of human blood or blood compo-
nents from autologous donors for evi-
dence of infection due to relevant 
transfusion-transmitted infections list-
ed in paragraph (a) of this section, ex-
cept: 

(1) If you allow any autologous dona-
tion to be used for allogeneic trans-
fusion, you must assure that all 
autologous donations are tested under 
this section. 

(2) If you ship autologous donations 
to another establishment that allows 
autologous donations to be used for 
allogeneic transfusion, you must as-
sure that all autologous donations 
shipped to that establishment are test-
ed under this section. 

(3) If you ship autologous donations 
to another establishment that does not 
allow autologous donations to be used 
for allogeneic transfusion, you must 
assure that, at a minimum, the first 
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donation in each 30-day period is tested 
under this section. 

(4) Each autologous donation must be 
labeled as required under § 606.121 of 
this chapter and with the following 
label, as appropriate: 

Donor Testing Status Label 

Untested ‘‘DONOR UNTESTED’’ 
Tests negative Label as required under § 606.121 
Reactive on current col-

lection/reactive in the 
last 30 days 

‘‘BIOHAZARD’’ legend in 
§ 610.40(h)(2)(ii)(B) 

Tested negative within 
the last 30 days 

‘‘DONOR TESTED WITHIN THE 
LAST 30 DAYS’’ 

(e) Further testing. You must further 
test each donation, including 
autologous donations, found to be reac-
tive by a donor screening test per-
formed under paragraphs (a) and (b) of 
this section using a licensed, approved, 
or cleared supplemental test, when 
available. If no such supplemental test 
is available, you must perform one or 
more licensed, approved, or cleared 
tests as adequate and appropriate to 
provide additional information con-
cerning the reactive donor’s infection 
status. Except: 

(1) For autologous donations: 
(i) You must further test under this 

section, at a minimum, the first reac-
tive donation in each 30 calendar day 
period; or 

(ii) If you have a record for that 
donor of a positive result on further 
testing performed under this section, 
you do not have to further test an 
autologous donation. 

(2) You are not required to perform 
further testing of a donation found to 
be reactive by a treponemal donor 
screening test for syphilis. 

(f) Testing responsibility. Required 
testing under this section, must be per-
formed by a laboratory registered in 
accordance with part 607 of this chap-
ter and either certified to perform such 
testing on human specimens under the 
Clinical Laboratory Improvement 
Amendments of 1988 (42 U.S.C. 263a) 
under 42 CFR part 493 or has met equiv-
alent requirements as determined by 
the Centers for Medicare and Medicaid 
Services in accordance with those pro-
visions. 

(g) Release or shipment prior to testing. 
Human blood or blood components that 
are required to be tested for evidence 
of infection due to relevant trans-

fusion-transmitted infections des-
ignated in paragraph (a) of this section 
may be released or shipped prior to 
completion of testing in the following 
circumstances provided that you label 
the blood or blood components under 
§ 606.121(h) of this chapter, you com-
plete the tests for evidence of infection 
due to relevant transfusion-trans-
mitted infections as soon as possible 
after release or shipment, and that you 
provide the results promptly to the 
consignee: 

(1) Only in appropriately documented 
medical emergency situations; or 

(2) For further manufacturing use as 
approved in writing by FDA. 

(h) Restrictions on shipment or use—(1) 
Reactive screening test. You must not 
ship or use human blood or blood com-
ponents that have a reactive screening 
test for evidence of infection due to 
relevant transfusion-transmitted infec-
tion(s) designated in paragraph (a) of 
this section or that are collected from 
a donor with a previous record of a re-
active screening test for evidence of in-
fection due to relevant transfusion- 
transmitted infection(s) designated in 
paragraph (a) of this section, except as 
provided in paragraphs (h)(2)(i) through 
(h)(2)(vii) of this section. 

(2) Exceptions. (i) You may ship or use 
blood or blood components intended for 
autologous use, including reactive do-
nations, as described in paragraph (d) 
of this section. 

(ii) You must not ship or use human 
blood or blood components that have a 
reactive screening test for evidence of 
infection due to a relevant transfusion- 
transmitted infection(s) designated in 
paragraph (a) of this section or that 
are collected from a donor deferred 
under § 610.41(a) unless you meet the 
following conditions: 

(A) Except for autologous donations, 
you must obtain from FDA written ap-
proval for the shipment or use; 

(B) You must appropriately label 
such blood or blood components as re-
quired under § 606.121 of this chapter, 
and with the ‘‘BIOHAZARD’’ legend; 

(C) Except for autologous donations, 
you must label such human blood and 
blood components as reactive for the 
appropriate screening test for evidence 
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of infection due to the identified rel-
evant transfusion-transmitted infec-
tion(s); 

(D) If the blood or blood components 
are intended for further manufacturing 
use into injectable products, you must 
include a statement on the container 
label indicating the exempted use spe-
cifically approved by FDA. 

(E) Each blood or blood component 
with a reactive screening test and in-
tended solely as a component of, or 
used to prepare a medical device, must 
be labeled with the following label, as 
appropriate: 

Type of Medical Device Label 

A medical device other 
than an in vitro diag-
nostic reagent 

‘‘Caution: For Further Manufac-
turing Use as a Component of a 
Medical Device For Which There 
Are No Alternative Sources’’ 

An in vitro diagnostic 
reagent 

‘‘Caution: For Further Manufac-
turing Into In Vitro Diagnostic Re-
agents For Which There Are No 
Alternative Sources’’ 

(iii) The restrictions on shipment or 
use do not apply to samples of blood, 
blood components, plasma, or sera if 
used or distributed for clinical labora-
tory testing or research purposes, and 
not intended for administration in hu-
mans or in the manufacture of a prod-
uct. 

(iv) You may use human blood or 
blood components from a donor with a 
previous record of a reactive screening 
test(s) for evidence of infection due to 
a relevant transfusion-transmitted in-
fection(s) designated in paragraph (a) 
of this section, if: 

(A) At the time of donation, the 
donor is shown or was previously 
shown to be eligible by a requalifica-
tion method or process found accept-
able for such purposes by FDA under 
§ 610.41(b); and 

(B) tests performed under paragraphs 
(a) and (b) of this section are nonreac-
tive. 

(v) Anti-HBc reactive donations, oth-
erwise nonreactive when tested as re-
quired under this section, may be used 
for further manufacturing into plasma 
derivatives without prior FDA ap-
proval or a ‘‘BIOHAZARD’’ legend as 
required under paragraphs (h)(2)(ii)(A) 
and (h)(2)(ii)(B) of this section. 

(vi) You may use human blood or 
blood components, excluding Source 
Plasma, that test reactive by a screen-

ing test for syphilis as required under 
paragraph (a) of this section if, the do-
nation is further tested by an adequate 
and appropriate test which dem-
onstrates that the reactive screening 
test is a biological false positive. You 
must label the blood or blood compo-
nents with both test results. 

(vii) You may use Source Plasma 
from a donor who tests reactive by a 
screening test for syphilis as required 
under § 640.65(a)(2)(ii) and (b)(1)(i) of 
this chapter, if the donor meets the re-
quirements of § 640.65(b)(2)(i) through 
(b)(2)(iv) of this chapter. 

[66 FR 31162, June 11, 2001, as amended at 77 
FR 18, Jan. 3, 2012; 80 FR 29896, May 22, 2015] 

§ 610.41 Donor deferral. 

(a) You, an establishment that col-
lects human blood or blood compo-
nents, must defer donors testing reac-
tive by a screening test for evidence of 
infection due to a relevant transfusion- 
transmitted infection(s) under 
§ 610.40(a), from future donations of 
human blood and blood components, 
except: 

(1) You are not required to defer a 
donor who tests reactive for anti-HBc 
or anti-HTLV, types I and II, on only 
one occasion. However, you must defer 
the donor if further testing for HBV or 
HTLV has been performed under 
§ 610.40(e) and the donor is found to be 
positive, or if a second, licensed, 
cleared, or approved screening test for 
HBV or HTLV has been performed on 
the same donation under § 610.40(a) and 
is reactive, or if the donor tests reac-
tive for anti-HBc or anti-HTLV, types I 
and II, on more than one occasion; 

(2) A deferred donor who tests reac-
tive for evidence of infection due to a 
relevant transfusion-transmitted infec-
tion(s) under § 610.40(a) may serve as a 
donor for blood or blood components 
shipped or used under § 610.40(h)(2)(ii); 

(3) A deferred donor who showed evi-
dence of infection due to hepatitis B 
surface antigen (HBsAg) when pre-
viously tested under § 610.40(a), (b), and 
(e) subsequently may donate Source 
Plasma for use in the preparation of 
Hepatitis B Immune Globulin (Human) 
provided the current donation tests 
nonreactive for HBsAg and the donor is 
otherwise determined to be eligible; 
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(4) A deferred donor, who otherwise is 
determined to be eligible for donation 
and tests reactive for anti-HBc or for 
evidence of infection due to HTLV, 
types I and II, may serve as a donor of 
Source Plasma; 

(5) A deferred donor who tests reac-
tive for a relevant transfusion-trans-
mitted infections(s) under § 610.40(a), 
may serve as an autologous donor 
under § 610.40(d). 

(b) A deferred donor subsequently 
may be found to be eligible as a donor 
of blood or blood components by a re-
qualification method or process found 
acceptable for such purposes by FDA. 
Such a donor is considered no longer 
deferred. 

(c) You must comply with the re-
quirements under §§ 610.46 and 610.47 
when a donor tests reactive by a 
screening test for HIV or HCV required 
under § 610.40(a) and (b), or when you 
are aware of other reliable test results 
or information indicating evidence of 
HIV or HCV infection. 

[66 FR 31164, June 11, 2001, as amended at 72 
FR 48798, Aug. 24, 2007; 80 FR 29897, May 22, 
2015] 

§ 610.42 Restrictions on use for further 
manufacture of medical devices. 

(a) In addition to labeling require-
ments in subchapter H of this chapter, 
when a medical device contains human 
blood or a blood component as a com-
ponent of the final device, and the 
human blood or blood component was 
found to be reactive by a screening test 
performed under § 610.40(a) and (b), then 
you must include in the device labeling 
a statement of warning indicating that 
the product was manufactured from a 
donation found to be reactive by a 
screening test for evidence of infection 
due to the identified relevant trans-
fusion-transmitted infection(s). 

(b) FDA may approve an exception or 
alternative to the statement of warn-
ing required in paragraph (a) of this 
section based on evidence that the re-
activity of the human blood or blood 
component in the medical device pre-
sents no significant health risk 
through use of the medical device. 

[66 FR 31164, June 11, 2001, as amended at 80 
FR 29897, May 22, 2015] 

§ 610.44 Use of reference panels by 
manufacturers of test kits. 

(a) When available and appropriate to 
verify acceptable sensitivity and speci-
ficity, you, a manufacturer of test kits, 
must use a reference panel you obtain 
from FDA or from an FDA designated 
source to test lots of the following 
products. You must test each lot of the 
following products, unless FDA informs 
you that less frequent testing is appro-
priate, based on your consistent prior 
production of products of acceptable 
sensitivity and specificity: 

(1) A test kit approved for use in test-
ing donations of human blood and 
blood components for evidence of infec-
tion due to relevant transfusion-trans-
mitted infections under § 610.40(a); and 

(2) Human immunodeficiency virus 
(HIV) test kit approved for use in the 
diagnosis, prognosis, or monitoring of 
this relevant transfusion-transmitted 
infection. 

(b) You must not distribute a lot that 
is found to be not acceptable for sensi-
tivity and specificity under § 610.44(a). 
FDA may approve an exception or al-
ternative to this requirement. Appli-
cants must submit such requests in 
writing. However, in limited cir-
cumstances, such requests may be 
made orally and permission may be 
given orally by FDA. Oral requests and 
approvals must be promptly followed 
by written requests and written ap-
provals. 

[66 FR 31164, June 11, 2001, as amended at 80 
FR 29897, May 22, 2015] 

§ 610.46 Human immunodeficiency 
virus (HIV) ‘‘lookback’’ require-
ments. 

(a) If you are an establishment that 
collects Whole Blood or blood compo-
nents, including Source Plasma and 
Source Leukocytes, you must estab-
lish, maintain, and follow an appro-
priate system for the following actions: 

(1) Within 3 calendar days after a 
donor tests reactive for evidence of 
human immunodeficiency virus (HIV) 
infection when tested under § 610.40(a) 
and (b) or when you are made aware of 
other reliable test results or informa-
tion indicating evidence of HIV infec-
tion, you must review all records re-
quired under § 606.160(d) of this chapter, 
to identify blood and blood components 
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previously donated by such a donor. 
For those identified blood and blood 
components collected: 

(i) Twelve months and less before the 
donor’s most recent nonreactive 
screening tests, or 

(ii) Twelve months and less before 
the donor’s reactive direct viral detec-
tion test, e.g., nucleic acid test or HIV 
p24 antigen test, and nonreactive anti-
body screening test, whichever is the 
lesser period, you must: 

(A) Quarantine all previously col-
lected in-date blood and blood compo-
nents identified under paragraph (a)(1) 
of this section if intended for use in an-
other person or for further manufac-
ture into injectable products, except 
pooled blood components intended sole-
ly for further manufacturing into prod-
ucts that are manufactured using vali-
dated viral clearance procedures; and 

(B) Notify consignees to quarantine 
all previously collected in-date blood 
and blood components identified under 
paragraph (a)(1) of this section if in-
tended for use in another person or for 
further manufacture into injectable 
products, except pooled blood compo-
nents intended solely for further manu-
facturing into products that are manu-
factured using validated viral clear-
ance procedures; 

(2) You must perform further testing 
for HIV as required under § 610.40(e) of 
this chapter on the reactive donation. 

(3) You must notify consignees of the 
results of further testing for HIV, or 
the results of the reactive screening 
test if further testing under paragraph 
(a)(2) of this section is not available, or 
if under an investigational new drug 
application (IND) or investigational de-
vice exemption (IDE), is exempted for 
such use by FDA, within 45 calendar 
days after the donor tests reactive for 
evidence of HIV infection under 
§ 610.40(a) and (b) of this chapter. Noti-
fication of consignees must include the 
test results for blood and blood compo-
nents identified under paragraph (a)(1) 
of this section that were previously 
collected from donors who later test re-
active for evidence of HIV infection. 

(4) You must release from quar-
antine, destroy, or relabel quarantined 
in-date blood and blood components, 
consistent with the results of the fur-
ther testing performed under para-

graph (a)(2) of this section or the re-
sults of the reactive screening test if 
further testing is not available, or if 
under an IND or IDE, exempted for 
such use by FDA. 

(b) If you are a consignee of Whole 
Blood or blood components, including 
Source Plasma and Source Leukocytes, 
you must establish, maintain, and fol-
low an appropriate system for the fol-
lowing actions: 

(1) You must quarantine all pre-
viously collected in-date blood and 
blood components identified under 
paragraph (a)(1) of this section, except 
pooled blood components intended sole-
ly for further manufacturing into prod-
ucts that are manufactured using vali-
dated viral clearance procedures, when 
notified by the collecting establish-
ment. 

(2) You must release from quar-
antine, destroy, or relabel quarantined 
in-date blood and blood components 
consistent with the results of the fur-
ther testing performed under para-
graph (a)(2) of this section, or the re-
sults of the reactive screening test if 
further testing is not available, or if 
under an IND or IDE, is exempted for 
such use by FDA. 

(3) When further testing for HIV is 
positive or when the screening test is 
reactive and further testing is not 
available, or if under an IND or IDE is 
exempted for such use by FDA, you 
must notify transfusion recipients of 
previous collections of blood and blood 
components at increased risk of trans-
mitting HIV infection, or the recipi-
ent’s physician of record, of the need 
for recipient HIV testing and coun-
seling. You must notify the recipient’s 
physician of record or a legal rep-
resentative or relative if the recipient 
is a minor, deceased, adjudged incom-
petent by a State court, or, if the re-
cipient is competent but State law per-
mits a legal representative or relative 
to receive information on behalf of the 
recipient. You must make reasonable 
attempts to perform the notification 
within 12 weeks after receiving the re-
sults of further testing for evidence of 
HIV infection from the collecting es-
tablishment, or after receiving the do-
nor’s reactive screening test result for 
HIV if further testing is not available, 
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or if under an IND or IDE is exempted 
for such use by FDA. 

(c) Actions under this section do not 
constitute a recall as defined in § 7.3 of 
this chapter. 

[72 FR 48799, Aug. 24, 2007, as amended at 80 
FR 29897, May 22, 2015] 

§ 610.47 Hepatitis C virus (HCV) 
‘‘lookback’’ requirements. 

(a) If you are an establishment that 
collects Whole Blood or blood compo-
nents, including Source Plasma and 
Source Leukocytes, you must estab-
lish, maintain, and follow an appro-
priate system for the following actions: 

(1) Within 3 calendar days after a 
donor tests reactive for evidence of 
hepatitis C virus (HCV) infection when 
tested under § 610.40(a) and (b) of this 
chapter or when you are made aware of 
other reliable test results or informa-
tion indicating evidence of HCV infec-
tion, you must review all records re-
quired under § 606.160(d) of this chapter, 
to identify blood and blood components 
previously donated by such a donor. 
For those identified blood and blood 
components collected: 

(i) Twelve months and less before the 
donor’s most recent nonreactive 
screening tests, or 

(ii) Twelve months and less before 
the donor’s reactive direct viral detec-
tion test, e.g., nucleic acid test and 
nonreactive antibody screening test, 
whichever is the lesser period, you 
must: 

(A) Quarantine all previously col-
lected in-date blood and blood compo-
nents identified under paragraph (a)(1) 
of this section if intended for use in an-
other person or for further manufac-
ture into injectable products, except 
pooled blood components intended sole-
ly for further manufacturing into prod-
ucts that are manufactured using vali-
dated viral clearance procedures; and 

(B) Notify consignees to quarantine 
all previously collected in-date blood 
and blood components identified under 
paragraph (a)(1) of this section if in-
tended for use in another person or for 
further manufacture into injectable 
products, except pooled blood compo-
nents intended solely for further manu-
facturing into products that are manu-
factured using validated viral clear-
ance procedures; 

(2) You must perform further testing 
for HCV as required under § 610.40(e) on 
the reactive donation. 

(3) You must notify consignees of the 
results of further testing for HCV, or 
the results of the reactive screening 
test if further testing is not available, 
or if under an investigational new drug 
application (IND) or investigational de-
vice exemption (IDE), is exempted for 
such use by FDA, within 45 calendar 
days after the donor tests reactive for 
evidence of HCV infection under 
§ 610.40(a) and (b). Notification of con-
signees must include the test results 
for blood and blood components identi-
fied under paragraph (a)(1) of this sec-
tion that were previously collected 
from donors who later test reactive for 
evidence of HCV infection. 

(4) You must release from quar-
antine, destroy, or relabel quarantined 
in-date blood and blood components 
consistent with the results of the fur-
ther testing performed under para-
graph (a)(2) of this section, or the re-
sults of the reactive screening test if 
further testing is not available, or if 
under an IND or IDE, exempted for 
such use by FDA. 

(b) If you are a consignee of Whole 
Blood or blood components, including 
Source Plasma or Source Leukocytes, 
you must establish, maintain, and fol-
low an appropriate system for the fol-
lowing actions: 

(1) You must quarantine all pre-
viously collected in-date blood and 
blood components identified under 
paragraph (a)(1) of this section, except 
pooled blood components intended sole-
ly for further manufacturing into prod-
ucts that are manufactured using vali-
dated viral clearance procedures, when 
notified by the collecting establish-
ment. 

(2) You must release from quar-
antine, destroy, or relabel quarantined 
in-date blood and blood components, 
consistent with the results of the fur-
ther testing performed under para-
graph (a)(2) of this section, or the re-
sults of the reactive screening test if 
further testing is not available, or if 
under an IND or IDE, is exempted for 
such use by FDA. 

(3) When the further testing for HCV 
is positive or when the screening test is 
reactive and further testing is not 
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available, or if under an IND or IDE, is 
exempted for such use by FDA, you 
must notify transfusion recipients of 
previous collections of blood and blood 
components at increased risk of trans-
mitting HCV infection, or the recipi-
ent’s physician of record, of the need 
for recipient HCV testing and coun-
seling. You must notify the recipient’s 
physician of record or a legal rep-
resentative or relative if the recipient 
is a minor, adjudged incompetent by a 
State court, or if the recipient is com-
petent but State law permits a legal 
representative or relative to receive in-
formation on behalf of the recipient. 
You must make reasonable attempts to 
perform the notification within 12 
weeks after receiving the results of fur-
ther testing for evidence of HCV infec-
tion from the collecting establishment, 
or after receiving the donor’s reactive 
screening test result for HCV if further 
testing is not available, or if under an 
IND or IDE, is exempted for such use 
by FDA. 

(c) Actions under this section do not 
constitute a recall as defined in § 7.3 of 
this chapter. 

[72 FR 48799, Aug. 24, 2007, as amended at 80 
FR 29897, May 22, 2015] 

§ 610.48 [Reserved] 

Subpart F—Dating Period 
Limitations 

§ 610.50 Date of manufacture for bio-
logical products. 

(a) When the dating period begins. The 
dating period for a product must begin 
on the date of manufacture as de-
scribed in paragraphs (b) and (c) of this 
section. The dating period for a com-
bination of two or more products must 
be no longer than the dating period of 
the component with the shortest dat-
ing period. 

(b) Determining the date of manufac-
ture for biological products other than 
Whole Blood and blood components. The 
date of manufacture for biological 
products, other than Whole Blood and 
blood components, must be identified 
in the approved biologics license appli-
cation as one of the following, which-
ever is applicable: The date of: 

(1) Potency test or other specific test 
as described in a biologics license ap-

plication or supplement to the applica-
tion; 

(2) Removal from animals or humans; 
(3) Extraction; 
(4) Solution; 
(5) Cessation of growth; 
(6) Final sterile filtration of a bulk 

solution; 
(7) Manufacture as described in part 

660 of this chapter; or 
(8) Other specific manufacturing ac-

tivity described in a biologics license 
application or supplement to the bio-
logics license application. 

(c) Determining the date of manufac-
ture for Whole Blood and blood compo-
nents. (1) The date of manufacture for 
Whole Blood and blood components 
must be one of the following, which-
ever is applicable: 

(i) Collection date and/or time; 
(ii) Irradiation date; 
(iii) The time the red blood cell prod-

uct was removed from frozen storage 
for deglycerolization; 

(iv) The time the additive or reju-
venation solution was added; 

(v) The time the product was entered 
for washing or removing plasma (if pre-
pared in an open system); 

(vi) As specified in the instructions 
for use by the blood collection, proc-
essing, and storage system approved or 
cleared for such use by FDA; or 

(vii) As approved by the Director, 
Center for Biologics Evaluation and 
Research, in a biologics license appli-
cation or supplement to the applica-
tion. 

(2) For licensed Whole Blood and 
blood components, the date of manu-
facture must be identified in the ap-
proved biologics license application or 
supplement to the application. 

[81 FR 26691, May 4, 2016] 

§ 610.53 Dating periods for Whole 
Blood and blood components. 

(a) General. Dating periods for Whole 
Blood and blood components are speci-
fied in the table in paragraph (b) of this 
section. 

(b) Table of dating periods. In using 
the table in this paragraph, when a 
product in column A is stored at the 
storage temperature prescribed in col-
umn B, storage of a product must not 
exceed the dating period specified in 
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column C, unless a different dating pe-
riod is specified in the instructions for 
use by the blood collection, processing 
and storage system approved or cleared 

for such use by FDA. Container labels 
for each product must include the rec-
ommended storage temperatures. 

WHOLE BLOOD AND BLOOD COMPONENTS STORAGE TEMPERATURES AND DATING PERIODS 

A B C 

Product Storage temperature Dating period 

Whole Blood 

ACD, CPD, CP2D ...................................... Between 1 and 6 °C ................................ 21 days from date of collection. 
CPDA–1 ..................................................... do 1 .......................................................... 35 days from date of collection. 

Red Blood Cells 

ACD, CPD, CP2D ...................................... Between 1 and 6 °C ................................ 21 days from date of collection. 
CPDA–1 ..................................................... do ............................................................. 35 days from date of collection. 
Additive solutions ...................................... do ............................................................. 42 days from date of collection. 
Open system .............................................
(e.g., deglycerolized, washed) ..................

do ............................................................. 24 hours after entering bag. 

Deglycerolized in closed system with ad-
ditive solution added.

do ............................................................. 14 days after entering bag. 

Irradiated ................................................... do ............................................................. 28 days from date of irradiation or origi-
nal dating, whichever is shorter. 

Frozen ........................................................ ¥65 °C or colder .................................... 10 years from date of collection. 

Platelets 

Platelets ..................................................... Between 20 and 24 °C ............................ 5 days from date of collection. 
Platelets ..................................................... Other temperatures according to storage 

bag instructions.
As specified in the instructions for use 

by the blood collection, processing 
and storage system approved or 
cleared for such use by FDA. 

Plasma 

Fresh Frozen Plasma ................................ ¥18 °C or colder .................................... 1 year from date of collection. 
Plasma Frozen Within 24 Hours After 

Phlebotomy.
do ............................................................. 1 year from date of collection. 

Plasma Frozen Within 24 Hours After 
Phlebotomy Held at Room Temperature 
Up To 24 Hours After Phlebotomy.

do ............................................................. 1 year from date of collection. 

Plasma Cryoprecipitate Reduced .............. do ............................................................. 1 year from date of collection. 
Plasma ....................................................... do ............................................................. 5 years from date of collection. 
Liquid Plasma ............................................ Between 1 and 6 °C ................................ 5 days from end of Whole Blood dating 

period. 
Source Plasma (frozen injectable) ............ ¥20 °C or colder .................................... 10 years from date of collection. 
Source Plasma Liquid (injectable) ............. 10 °C or colder ........................................ According to approved biologics license 

application. 
Source Plasma (noninjectable) ................. Temperature appropriate for final prod-

uct.
10 years from date of collection. 

Therapeutic Exchange Plasma ................. ¥20 °C or colder .................................... 10 years from date of collection. 

Cryoprecipitated AHF 

Cryoprecipitated AHF ................................ ¥18 °C or colder .................................... 1 year from date of collection of source 
blood or from date of collection of old-
est source blood in pre-storage pool. 

Source Leukocytes 

Source Leukocytes .................................... Temperature appropriate for final prod-
uct.

In lieu of expiration date, the collection 
date must appear on the label. 

1 The abbreviation ‘‘do.’’ for ditto is used in the table to indicate that the previous line is being repeated. 
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[81 FR 26691, May 4, 2016] 

Subpart G—Labeling Standards 

§ 610.60 Container label. 

(a) Full label. The following items 
shall appear on the label affixed to 
each container of a product capable of 
bearing a full label: 

(1) The proper name of the product; 
(2) The name, address, and license 

number of manufacturer; 
(3) The lot number or other lot iden-

tification; 
(4) The expiration date; 
(5) The recommended individual dose, 

for multiple dose containers. 
(6) The statement: ‘‘ ‘Rx only’ ’’ for 

prescription biologicals. 
(7) If a Medication Guide is required 

under part 208 of this chapter, the 
statement required under § 208.24(d) of 
this chapter instructing the authorized 
dispenser to provide a Medication 
Guide to each patient to whom the 
drug is dispensed and stating how the 
Medication Guide is provided, except 
where the container label is too small, 
the required statement may be placed 
on the package label. 

(b) Package label information. If the 
container is not enclosed in a package, 
all the items required for a package 
label shall appear on the container 
label. 

(c) Partial label. If the container is ca-
pable of bearing only a partial label, 
the container shall show as a minimum 
the name (expressed either as the prop-
er or common name), the lot number or 
other lot identification and the name 
of the manufacturer; in addition, for 
multiple dose containers, the rec-
ommended individual dose. Containers 
bearing partial labels shall be placed in 
a package which bears all the items re-
quired for a package label. 

(d) No container label. If the container 
is incapable of bearing any label, the 
items required for a container label 
may be omitted, provided the container 
is placed in a package which bears all 
the items required for a package label. 

(e) Visual inspection. When the label 
has been affixed to the container a suf-
ficient area of the container shall re-
main uncovered for its full length or 

circumference to permit inspection of 
the contents. 

[38 FR 32056, Nov. 20, 1973, as amended at 47 
FR 22518, May 25, 1982; 63 FR 66400, Dec. 1, 
1998; 67 FR 4907, Feb. 1, 2002] 

§ 610.61 Package label. 
The following items shall appear on 

the label affixed to each package con-
taining a product: 

(a) The proper name of the product; 
(b) The name, address, and license 

number of manufacturer; 
(c) The lot number or other lot iden-

tification; 
(d) The expiration date; 
(e) The preservative used and its con-

centration, or if no preservative is used 
and the absence of a preservative is a 
safety factor, the words ‘‘no preserva-
tive’’; 

(f) The number of containers, if more 
than one; 

(g) The amount of product in the con-
tainer expressed as (1) the number of 
doses, (2) volume, (3) units of potency, 
(4) weight, (5) equivalent volume (for 
dried product to be reconstituted), or 
(6) such combination of the foregoing 
as needed for an accurate description of 
the contents, whichever is applicable; 

(h) The recommended storage tem-
perature; 

(i) The words ‘‘Shake Well’’, ‘‘Do not 
Freeze’’ or the equivalent, as well as 
other instructions, when indicated by 
the character of the product; 

(j) The recommended individual dose 
if the enclosed container(s) is a mul-
tiple-dose container; 

(k) The route of administration rec-
ommended, or reference to such direc-
tions in an enclosed circular; 

(l) Known sensitizing substances, or 
reference to an enclosed circular con-
taining appropriate information; 

(m) The type and calculated amount 
of antibiotics added during manufac-
ture; 

(n) The inactive ingredients when a 
safety factor, or reference to an en-
closed circular containing appropriate 
information; 

(o) The adjuvant, if present; 
(p) The source of the product when a 

factor in safe administration; 
(q) The identity of each microorga-

nism used in manufacture, and, where 
applicable, the production medium and 
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the method of inactivation, or ref-
erence to an enclosed circular con-
taining appropriate information; 

(r) Minimum potency of product ex-
pressed in terms of official standard of 
potency or, if potency is a factor and 
no U.S. standard of potency has been 
prescribed, the words ‘‘No U.S. stand-
ard of potency.’’ 

(s) The statement: ‘‘ ‘Rx only’ ’’ for 
prescription biologicals. 

[38 FR 32056, Nov. 20, 1973, as amended at 47 
FR 22518, May 25, 1982; 55 FR 10423, Mar. 21, 
1990; 67 FR 4907, Feb. 1, 2002] 

§ 610.62 Proper name; package label; 
legible type. 

(a) Position. The proper name of the 
product on the package label shall be 
placed above any trademark or trade 
name identifying the product and sym-
metrically arranged with respect to 
other printing on the label. 

(b) Prominence. The point size and 
typeface of the proper name shall be at 
least as prominent as the point size 
and typeface used in designating the 
trademark and trade name. The con-
trast in color value between the proper 
name and the background shall be at 
least as great as the color value be-
tween the trademark and trade name 
and the background. Typography, lay-
out, contrast, and other printing fea-
tures shall not be used in a manner 
that will affect adversely the promi-
nence of the proper name. 

(c) Legible type. All items required to 
be on the container label and package 
label shall be in legible type. ‘‘Legible 
type’’ is type of a size and character 
which can be read with ease when held 
in a good light and with normal vision. 

§ 610.63 Divided manufacturing re-
sponsibility to be shown. 

If two or more licensed manufactur-
ers participate in the manufacture of a 
biological product, the name, address, 
and license number of each must ap-
pear on the package label, and on the 
label of the container if capable of 
bearing a full label. 

[64 FR 56453, Oct. 20, 1999] 

§ 610.64 Name and address of dis-
tributor. 

The name and address of the dis-
tributor of a product may appear on 

the label provided that the name, ad-
dress, and license number of the manu-
facturer also appears on the label and 
the name of the distributor is qualified 
by one of the following phrases: ‘‘Man-
ufactured for lllll’’, ‘‘Distributed 
by llllll’’, ‘‘Manufactured by 
lllll for lllll’’, ‘‘Manufac-
tured for lllll by llll’’, ‘‘Dis-
tributor: lllll’’, or ‘‘Marketed by 
lllll’’. The qualifying phrases 
may be abbreviated. 

[61 FR 57330, Nov. 6, 1996] 

§ 610.65 Products for export. 

Labels on packages or containers of 
products for export may be adapted to 
meet specific requirements of the regu-
lations of the country to which the 
product is to be exported provided that 
in all such cases the minimum label re-
quirements prescribed in § 610.60 are ob-
served. 

§ 610.67 Bar code label requirements. 

Biological products must comply 
with the bar code requirements at 
§ 201.25 of this chapter. However, the 
bar code requirements do not apply to 
devices regulated by the Center for 
Biologics Evaluation and Research or 
to blood and blood components in-
tended for transfusion. For blood and 
blood components intended for trans-
fusion, the requirements at 
§ 606.121(c)(13) of this chapter apply in-
stead. 

[69 FR 9171, Feb. 26, 2004] 

§ 610.68 Exceptions or alternatives to 
labeling requirements for biological 
products held by the Strategic Na-
tional Stockpile. 

(a) The appropriate FDA Center Di-
rector may grant an exception or alter-
native to any provision listed in para-
graph (f) of this section and not explic-
itly required by statute, for specified 
lots, batches, or other units of a bio-
logical product, if the Center Director 
determines that compliance with such 
labeling requirement could adversely 
affect the safety, effectiveness, or 
availability of such product that is or 
will be included in the Strategic Na-
tional Stockpile. 
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(b)(1)(i) A Strategic National Stock-
pile official or any entity that manu-
factures (including labeling, packing, 
relabeling, or repackaging), distrib-
utes, or stores a biological product 
that is or will be included in the Stra-
tegic National Stockpile may submit, 
with written concurrence from a Stra-
tegic National Stockpile official, a 
written request for an exception or al-
ternative described in paragraph (a) of 
this section to the Center Director. 

(ii) The Center Director may grant 
an exception or alternative described 
in paragraph (a) of this section on his 
or her own initiative. 

(2) A written request for an exception 
or alternative described in paragraph 
(a) of this section must: 

(i) Identify the specified lots, 
batches, or other units of the biological 
product that would be subject to the 
exception or alternative; 

(ii) Identify the labeling provision(s) 
listed in paragraph (f) of this section 
that are the subject of the exception or 
alternative request; 

(iii) Explain why compliance with 
such labeling provision(s) could ad-
versely affect the safety, effectiveness, 
or availability of the specified lots, 
batches, or other units of the biological 
product that are or will be included in 
the Strategic National Stockpile; 

(iv) Describe any proposed safeguards 
or conditions that will be implemented 
so that the labeling of the product in-
cludes appropriate information nec-
essary for the safe and effective use of 
the product, given the anticipated cir-
cumstances of use of the product; 

(v) Provide a draft of the proposed la-
beling of the specified lots, batches, or 
other units of the biological product 
subject to the exception or alternative; 
and 

(vi) Provide any other information 
requested by the Center Director in 
support of the request. 

(c) The Center Director must respond 
in writing to all requests under this 
section. 

(d) A grant of an exception or alter-
native under this section will include 
any safeguards or conditions deemed 
appropriate by the Center Director so 
that the labeling of product subject to 
the exception or alternative includes 
the information necessary for the safe 

and effective use of the product, given 
the anticipated circumstances of use. 

(e) If you are a sponsor receiving a 
grant of a request for an exception or 
alternative to the labeling require-
ments under this section: 

(1) You need not submit a supplement 
under § 601.12(f)(1) through (f)(2) of this 
chapter; however, 

(2) You must report any grant of a re-
quest for an exception or alternative 
under this section as part of your an-
nual report under § 601.12(f)(3) of this 
chapter. 

(f) The Center Director may grant an 
exception or alternative under this sec-
tion to the following provisions of this 
chapter, to the extent that the require-
ments in these provisions are not ex-
plicitly required by statute: 

(1) § 610.60; 
(2) § 610.61(c) and (e) through (r); 
(3) § 610.62; 
(4) § 610.63; 
(5) § 610.64; 
(6) § 610.65; and 
(7) § 312.6. 

[72 FR 73600, Dec. 28, 2007] 

PART 630—REQUIREMENTS FOR 
BLOOD AND BLOOD COMPO-
NENTS INTENDED FOR TRANS-
FUSION OR FOR FURTHER MANU-
FACTURING USE 

Subpart A—General Provisions 

630.1 Purpose and scope. 
630.3 Definitions. 

Subpart B—Donor Eligibility Requirements 

630.5 Medical supervision. 
630.10 General donor eligibility require-

ments. 
630.15 Donor eligibility requirements spe-

cific to Whole Blood, Red Blood Cells and 
Plasma collected by apheresis. 

630.20 Exceptions for certain ineligible do-
nors. 

630.25 Exceptions from certain donor eligi-
bility requirements for infrequent plas-
ma donors. 

630.30 Donation suitability requirements. 
630.35 Requalification of previously deferred 

donors. 

Subpart C—Donor Notification 

630.40 Requirements for notifying deferred 
donors. 
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